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Owner
703 Maple Valley Drive

,.

Farmingto& MO 63640

Dear Dr. Ratanz

Your facility was inspected on September 24, 1998 by a representative of the State of Missouri, =
acting on behalf of the Food and Drug Administration. This inspection revealed that your
facility ftiled to comply with certain parts of the Quality St&&.rds for M~ography
(Standards) as specified in Title 21, Code o~.~ederal Regulations (CFR), Pzgt 900.12, as follows:

21 CFR900. 12(a)(2): The radiologic technologists did not meet the requirement of being
licensed by a State or board certifi+ by,~y of the approved boards: ~

1 -,. ,, ‘- :-”. “ ,, ““”””
. .

The specific deficiency noted above appeared under the level 1 heading on your MQSA Facility
Inspection Report, which was issued at the close of the inspection. This deficiency maybe
symptomatic of serious underlying problems that could compromise the quali~-rnammo@phy
at your facility.

In additio~ level 2 rioncornplian>~wti listed on the inspection report prow-dedto you at%e
close-d-<tie inspection. These level 2 noncompliances are:

21 CFR900. 12(d)(l): Measured da.dmoomfog exceeded 0.05 (the measured fog level
was 0.12.
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21 CFR900.12(d)(4): No medical audit sysfemto track positive mammograms was in
piace,

21 CFR900.12( : The radiologic technologist did not have specific training in
mammography

_-

21 CFR900. 12(a)(2): The radiologic technologist did not meet the continuing education
requirements of having completed a minimum of 15 credits in mammography over a 3-
year period (an average of 5 creditdyear): 1~~

i It is your responsibility to ensure adherence to each requirement of the Mammography
—

\ Quality Standards Act of 1992 (MQSA) and FDA’s regulations. You arewsponsible for
investigating and determining the causa of the deficiencies that the inspection identi@s
and promptly initiating permanent corrective actions.

If you fail to promptly correct these deficiencies, FDA may, without further notice, initiate
regulatory action. Under MQS& FDA may

w impose civil money penalties on a facility of up to $10,000 for each failure to
substantially comply wi@ or ‘eachday of failure to substantially comply witi the
standards.

● suspend or revoke a facility’s FDA certificate for failure to comply with the Standards.

b seek an injunction in federal court to prohibit any mammography activity that
constitutes a serious risk to human health. ——

PIease note that FDA regulations do not precIude a State from etiorcing its own State
mammography laws and regulations. In some cases, these requirements maybe more stringent
than FDA’s. When you plan your corrective actions, therefore, you should consider the more
stringent State requirements, if any.

Within 15 working days after receiving this letter, you should noti& FDA in writing of

b the specific ~teps you have taken to correct the violations noted in this lettm,

b each step your facility is taking to prevent the recurrence of simiktr kioIations.

If your facility is unable to compiete the corrective action within 15 working days, you should
state the reason for the delay and the time within which the corrections will be complettid.

/
Please send the original copy of your response to Deborah M. McGee, Radiation Specialist, Food
and Drug Administration 7920 Elrnbrook Drive, Suite 102, Dallas, Texas 75247A982. Also,
send a copy to the State radiation control office that conducted the inspection referenced in this
letter. You may choose to address both FDA and State requirements in your response.
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1 If you have any questions regarding this letter or how t.oensure you are meeting MQSA
,: standards, please call Ms. McGee it 214-655-810~ extension 138.
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‘T~-’Edward R Esparza
Regional Food and Drug Director
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cc:
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JohnLangstou RadiOIOgiCd Health AXldySt~
Missouri Department of Health
Bureau of Hospital Licensing& Certification
Medical Radiation Control Program
P.O. Box 570,920 Wildwood
Jefferson City, MO 65102-0570

Director, Government ReIations
American College of Radiology
1891 Preston White Drive
Resto~ Virginia 22091
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